
Development of bioimpedance sensing device for wearable monitoring of the aortic blood pressure curve = Entwicklung
eines Bioimpedanz-Messgerätes für die mobile Erfassung des aortalen Blutdruck
Kõiv, Hip; Rist, Marek; Min, Mart Technisches Messen 2018 / p. 366–377 : ill https://doi.org/10.1515/teme-2017-0113 Journal metrics
at Scopus Article at Scopus Journal metrics at WOS Article at WOS

Embedded ICG-based stroke volume measurement system : comparison of discrete-time and continuous-time
architectures
Gautier, Antoine; Larras, Benoit; Märtens, Olev; John, Deepu; Frappe, Antoine IEEE International SOC Conference 2022 / p. 46-51
https://doi.org/10.1109/SOCC52499.2021.9739386

https://doi.org/10.1515/teme-2017-0113
https://www.scopus.com/sourceid/15592
https://www.scopus.com/record/display.uri?eid=2-s2.0-85045845113&origin=inward&txGid=8076b9fedb1cf01eaebd585186458f1a
https://jcr.clarivate.com/jcr-jp/journal-profile?journal=TM-TECH MESS&year=2022
https://www.webofscience.com/wos/woscc/full-record/WOS:000433887600010
https://doi.org/10.1109/SOCC52499.2021.9739386

